The American Heart Association estimates that 2% of the US population suffers from valvular heart disease (VHD), with 4% of individuals over the age of 65 years having clinical aortic stenosis (AS), largely due to calcification of the aortic valve (calcific aortic valve disease [CAVD] ) [1] . With progression of stenosis, patients with CAVD typically become increasingly symptomatic, presenting with evident angina, syncope and heart failure. Patients with critical aortic valve area (AS <0.7 cm 2 ) may be markedly symptomatic, with a severe reduction in their functional capacity, coupled with a dramatic increase in their near-term mortality rate [1] . Presently, approximately 40,000 patients undergo open surgical aortic valve replacement (AVR) per year in the USA [1] .
The aortic valve (AV) has two basic failure modes, stenosis and insufficiency. Stenosis is a narrowing of the valve orifice, often with reduced leaflet excursion and opening restricting the outflow of blood from the left ventricle (LV), whereas insufficiency is incompetence or leakiness of the valve allowing regurgitation of blood following ventricular systole back into the LV. AS has several contributing etiologies including congenital defects, that is, bileaflet or quadri leaflet valves, calcification, commissural fusion and fibrosis [2] . AV insufficiency (AI) alone may be a result of rheumatic fever, with resultant rheumatic heart disease or aortic root dilatation, or other etiologies including infective endocarditis, calcific degeneration of the leaflets or presence of a bicuspid valve. Furthermore, patients may also present with a mixed form of VHD, that is, AS coupled with some degree of AI. Common parameters for diagnosing AV dysfunction are shown in Table 1 . With both AS and AI the workload (W) on the heart increases, ultimately leading to heart failure. Cardiac work is calculated as W = ∆P × SV. Stenosis causes an increase in the transvalvular pressure gradient (∆P) and an increase in afterload, resulting in an increase in ventricular wall tension and an increase in pressure-work for the heart. Insufficiency causes an increase in LV volume or preload, with progressive ventricular dilatation, an increase in stroke volume (SV) and increased overall volume-work for the heart. The ejection fraction (EF) of the heart is calculated as EF = SV/EDV, where EDV is the end diastolic volume. A healthy EF value is >55%, as the heart becomes weakened by increasing workloads the EF will drop. A combination of decreasing SV Review and increasing EDV as a result of AV disease leads to heart failure. Stenosis may result in hypertrophy of the ventricle, reducing its compliance, whereas regurgitation may result in progressive LV dilatation, stretching the ventricle beyond its elastic limits (Frank-Starling mechanism and Law of LaPlace), also reducing contractile force (inotropy) [3] . Both valvular derangements have the effect of reducing the EF. In selected cases, heart failure induced by AS may be reversed by valve replacement, if detected early.
The biochemical and cellular mechanisms associated with CAVD have several commonalities with atherosclerosis (lipid deposition, inflammation and calcification), although valvular degenerative processes do differ somewhat. The AV was initially considered to be similar to arterial tissue, with CAVD envisioned as occurring largely as a passive result of wear and tear. Modern day investigations have shown that the valve itself differs in structure, composition and behavior from arterial tissue and is truly a distinct entity with its own unique physiology [4] . CAVD is now viewed as an active disease process that may be modulated to a degree and partially reversed with novel drug therapies [5] . Several studies have examined statins as potential therapeutic agents to limit CAVD; however, no significant benefit was observed, again highlighting the functional differences between CAVD and athero sclerosis [6] . Similarly, valve calcification was also found to differ from calcification associated with atherosclerotic arteries. In CAVD, AV fibroblasts (valve interstitial cells) undergo a pheno type change, functionally transforming into osteoblasts, which begin to form lamellar deposits resembling bone in the valve. By contrast, in the atherosclerotic artery the diseased vessel largely passively accumulates calcium deposits [7] . The large accumulation of foam cells seen in atherosclerosis is absent in valve disease as well [8] . There may be a genetic predisposition for CAVD; however, the primary risk factor appears to be age >50 years [2] . Additionally, CAVD may produce blood flow patterns that may lead to bleeding in the GI tract (Heyde syndrome) through several mechanisms, including the formation of arteriovenous malformations and the presence of an acquired von Willebrand factor syndrome, resulting from exposure of blood to elevated shear stress across the stenotic valve [2] .
Until the recent US FDA approval of transcatheter aortic valve replacement (TAVR), open-heart surgical valve replacement was the only safe and effective method (<5% mortality rate) available to restore normal transvalvular blood flow, to alleviate symptoms of AS and to halt the progression to heart failure [1, 9] . However, prosthetic heart valves are not a cure for the under lying pathophysiology which drives VHD, and they are not free from complications and adverse events [10] . The incidence of prosthesis-related death for AVR is approximately 41% for tissue heart valves (THVs) and 37% for mechanical heart valves (MHVs) [10] . In choosing between a THV and a MHV for a given patient, in addition to age, size and other clinical considerations, additionally one is practically weighing the risk of two possible major complications, that is, structural valve deterioration (SVD) or the need for chronic anticoagulant therapy [10] . Interestingly, the Carpentier-Edwards Perimount Magna Bioprosthesis (bovine pericardium) has reached up to 15 years of in vivo durability and is, therefore, a good target benchmark for future polymer valve design [11] . Occult infection risk also emerged with the THVs, with the Bioflo bovine pericardial valve discontinued owing to the risk of 'mad cow' disease [12] . An ideal prosthetic valve would provide a permanently functioning valve that mimics the native valve in form and function, that is easy to implant, and is free of adverse effects, for example, thrombosis, calcification, degradation, tissue in-growth, stenosis and regurgitation, or tissue-borne infection. Alternatively, polymeric heart valves (PHVs) may turn out to be safer, less expensive, more durable and more widely applicable than tissue valves currently available. The geometry of PHVs may be precisely controlled to achieve optimal hemodynamics and durability. Furthermore, they would eliminate the need to source and process animal tissue.
Transcatheter aortic valve replacement
Although sophisticated, minimally invasive surgical techniques have been developed for heart valve replacement to avoid median sternotomy [13] , the advent of TAVR represents the most significant change in VHD treatment in decades and may truly be characterized as a 'disruptive technology' [9, [14] [15] [16] [17] [18] . Davies described the first transcatheter treatment for AV insufficiency in 1965 [19] . TAVR as a new procedure was first described by Andersen et al. in 1992 [20] and then performed in humans by Cribier et al. in 2002 [21] . Bonhoeffer et al. implanted the first transcatheter valve in the pulmonic position in humans in 2000 [22] . TAVR offers an alternative valve replacement procedure for patients who cannot tolerate or decline traditional open-heart surgery or who require reoperation due to failure of an existing prosthetic valve. TAVR may be performed without extracorporeal circulatory support and, most significantly, without opening the chest or the heart. The procedure may be performed by interventional cardiologists, thereby moving the procedure away from the traditional surgical Boston Scientific recently acquired Sadra Medical to complete the development of the Lotus Valve System, which claims to be the first fully repositionable transcatheter valve. TAVR serves a patient population that is considered inoperable, representing up to 33% of patients who need AV replacement [9, 14] . Fabrication of a transcatheter valve out of a polymeric material is likely to be a better choice than utilizing a fixed animal tissue valve, as it is more likely to tolerate the deleterious mechanical stresses that are imparted to the valve annulus and leaflets with mechanical crimping and balloon deployment [28, 29] . Furthermore, a polymeric valve lends itself more readily to designs with comparatively lower profiles, being better suited for delivery into smaller caliber arteries. The application of PHV for TAVR is described in greater detail below.
PHV: emerging need & evolution
The first prosthetic heart valve was introduced by Hufnagel and initially implanted in a patient in 1952 [30] . It was comprised of a methyl methacrylate tube with an entrapped polyethylene ball, and was implanted in the thoracic aorta to treat AI. Hufnagel proved the feasibility of heart valve replacement and ignited interest in this treatment. The subsequent invention of the heart-lung machine by Gibbon initiated open-heart surgery in 1953 [31] , leading to the further development of MHVs. Subsequently, MHVs evolved to become increasingly durable, although remaining thrombo genic, due to biomaterial and hemodynamic issues, mandating lifelong anticoagulant therapy [32] . The anticoagulation requirement has necessarily limited the utility of this therapy in patients with bleeding diatheses. Cadaveric aortic valves (homografts) were developed as implants [33] , which preceded the advent of prosthetic xenograft THVs, the first being the glutaraldehydefixed Hancock stented porcine valve in 1969 [34] , followed by the Carpentier-Edwards bovine pericardial valve in 1976 [35] . These THV alternatives to MHVs eliminated the need for anticoagulant therapy for most patients; however, they introduced the problem of SVD due to the nonvital fixed nature of the valvular tissue.
Fixed tissue valves are composed of nonviable cells, unable to maintain calcium homeostasis and other acellular denatured material, favoring calcium crystallization and nucleation, with resultant calcium nodule formation [36] . Since THVs improve the quality of life of thousands of people, their limitations have often been underplayed. Nevertheless, many clinicians now believe that these devices ultimately 'replace one disease with another' [10] , and their imperfections leave room for improvement, which leads to the idea of a flexible trileaflet PHV.
Earliest descriptions of flexible PHV appeared in 1958 [37, 38] . Braunwald et al. described the first human implantation of a trileaflet polyurethane (PU) valve to replace the mitral valve in 1960 [39] . Despite this early effort, utilization of PHVs initially did not materialize due to the success of the Starr-Edwards valve and later prosthetic valves, and subsequent invention of safe and effective open surgical and minimally invasive mitral valve repair techniques [40] . Unfortunately, PHVs have had a long checkered history. A brief survey of the literature outlining some of their advantages while pointing out their various failure modes follows.
Past PHVs have been hampered by limited in vivo durability. It has proven to be exceedingly challenging to create a flexible polymeric material that can withstand the rigors required of an AV prosthesis. Over time, many designs, primarily comprised of PUs, have been tested and failed for various reasons, including material degradation, thrombosis and calcification [16, 41, 42] . A summary of the evolution of PHVs and the reasons for dysfunction and/or failure is provided below (Table 2) . Additionally, the timeline of the overall chronology of prosthetic valve evolution is included in Figure 1 .
A silastic trileaflet PHV was described by Mori et al. in 1973 [43] . Imamura and Kaye described expanded-polytetrafluoroethylene (PTFE) trileaflet PHVs in 1977 and their failure in dogs [44] . In 1982 Wisman et al. described a PU-polymer heart valve (PHV) [45] and Kiraly et al. described a Hexsyn trileaflet PHV for use in a pulsatile left ventricular assist device (LVAD) [46] . Woo et al. described the poor in vitro hydrodynamic performance of ABIOMED's valves in 1983 [47, 48] . Hilbert et al. demonstrated in vivo calcification of PU-PHVs in sheep in 1987 [49] . Chandran et al. measured the in vitro hydrodynamics of a PU-PHV and found them to be comparable with a pericardial THV in 1989 [50, 51] . In 1990, Nistal et al. demostrated the in vivo failure and calcification of PTFE-PHVs in sheep [52] . A group at the University of Leeds developed a PU valve and reported good in vitro hydrodynamics in 1996 [53] . Similarly, a group at the University of Glasgow (Scotland, UK) developed a PU-PHV and reported on several testing aspects up to in vivo sheep trials in 2001 that showed good results; however, the valves were implanted in the mitral valve position [54] . Leo et al. demostrated the poor hydrodynamics of Aortech PU valves in 2005 [55] . Eventually, a key finding was that the ether groups on PUs are susceptible to in vivo oxidization and subsequent hydrolysis, especially under flexion [56] . Given the steady improvement in the usable lifespan of THVs [57] , the bar for regulatory approval of PHVs has been raised in terms of durability. As such, if PHVs cannot meet or exceed the performance (safety and effectiveness) of THVs currently on the market, then there is limited rationale or drive to approve their use in humans. However, a new generation of polymeric materials has been developed that in initial testing shows great promise for meeting the structural demands and design requirements for successful next-generation PHVs. This material, and new PHV concepts, will be described below.
Numerical studies in trileaflet valves
Numerical simulations in prosthetic heart valves have emerged in recent years. However, trileaflet valves, have received relatively sparse attention in the literature compared with their mechanical counterparts. Initial numerical models studied THVs using 2D computational fluid dynamics (CFD) by simulating steady turbulent flow through valves with varying degrees of stenosis [58, 59] . 3D fluid-structure interaction (FSI) numerical simulations of the AV started emerging over the years, notably by De Hart et al. [60] and Carmody et al. [61] . Carmody et al. used the immersed boundary method (IBM) with the arbitrary Lagrangian-Eulerian (ALE) approach [62] to simulate the entire cardiac cycle of the AV using a LV model [63] to drive flow. The IBM solves the Navier-Stokes equations on an Eulerian grid relative to Lagrangian points but its accuracy depends upon the grid density and there is no coupling of information at the fluidsolid interface [62] . In Lagrangian algorithms, each node of the computational mesh follows the associated material particle during motion (solid mechanics). In Eulerian algorithms, the computational mesh is fixed and the continuum moves with respect to the grid (fluid mechanics). The ALE method combines these two techniques and allows greater continuum distortions while maintaining a clear boundary between fluid and solid phases [64] . De Hart et al. used a version of the IBM called the fictitious domain method (FDM) to simulate the movement of the AV throughout the cardiac cycle [65] . The FDM overcomes the complexity of adaptive fluid meshing by allowing independent discretizations of the computational domains so that the fluid mesh is not distorted by the submerged structures, and remeshing and ALE methods are not needed; however, the result is a less than accurate solution. Recently, a FSI simulation of a PU-PHV Degradation, fatigue failure and thrombosis [119, 119] Expanded PTFE trileaflet 1977 28 dogs, 15 months, experimented with different leaflet thicknesses (tricuspid)
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Review was reported for 50 µs of forward flow using the ALE approach with the sequential weak coupling method [66] . The authors currently employ a fully coupled sharp interface method (SIM) for FSI for better realism and accuracy [67] . In the SIM, the fluid structure interface is segregated by two distinct meshes (solid and fluid) with a defined traceable boundary. It requires adaptive fluid remeshing every 'n' time steps to avoid mesh distortions, but yields the most accurate information about valve dynamics and the fluid behavior near the valve. Dwyer et al . reported what appears to be the first CFD study of the Sapien transcatheter valve [68] . The valve, aortic root and sinuses of Valsalva were modeled as rigid, and the valve was meshed separately in situ. The aorta was given an arbitrary curva ture. The valve stent was ignored, and the valve and root were bound to prevent paravalvular leakage. They also modeled moderate and severe stenosis. Physiologic pressure was used to drive flow (120/80 mmHg). The output was ejection force, which even in severe stenosis was only a third of the diastolic force on the valve in vivo. Sun et al. has been using uncoupled structural finite element analysis (FEA) and CFD to evaluate tissue transcatheter and standard valves, including particle stress accumulation [69, 70] utilizing a previously validated structural model of a bovine pericardial valve [71] .
Design & testing considerations for PHV
A thorough analysis of the human aortic valve was performed by Thubrikar et al. [72] . The native AV has a complex hemispherical (semilunar) geometry with three leaflets each composed of distinct tissue layers including (from the aortic surface to the ventricular surface): the lamina fibrosa, a ridged collagen-rich layer; the lamina spongiosa, a disorganized connective tissue; and the lamina ventricularis, a thin elastin-rich layer. This tissue organization allows the AV to open and close under high loads virtually without failure approximately 1.5 billion times in a lifetime. The technology to create a flexible artificial structure with such durability is still wanting. Since the valve bears the greatest load during diastole, collagen fibers are arranged in the circumferential direction to provide strength while elastin is arranged in the radial direction to facilitate full valve closure. The thickness of the leaflets varies across its radial and circumferential dimensions. The attachments and free edges of the leaflets are thicker than the belly. The design of PHVs attempts to mimic this architecture; however, geometries to date still utilize uniform-thickness leaflets. The authors aim to customize the leaflet thickness via an optimization process that leads to the reduction of stress concentrations with an anticipated increase in both the durability and flexibility of the valve's leaflets.
Important design parameters for PHVs include effective orifice area, jet velocity, pressure gradient, regurgitation and thrombogenic potential. Other design parameters include valve strut postcurvature, sewing ring, leaflet coaptation height, commissure gap, leaflet thickness, rounding hard edges, built-in regurgitant flow or 'wash out', and geometries considered for the leaflets (e.g., based on collapsing cylinder vs hemispherical, and so on) (Figure 2 ). For trileaflet polymer valves, optimization of leaflet thickness for maximimal durability and flexibility, in particular, remains a major design parameter. 
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The specific design of a prosthetic heart valve depends upon its intended use. As PHVs are likely to be advantageous for TAVR, in this disucssion we will focus on this application. Although emulating the precise architecture of the native AV is not absolutely necessary, as various geometrical configurations can achieve AV functional design goals (e.g., as in MHV -typically a bileaflet design with the leaflets opening and closing in the opposite direction of the native AV leaflets), PHVs lend themselves more readily to mimic the native AV trileaflet structure and geometry. As such, PHVs thus may benefit from the improved hemodynamics that such an architecture offers. General design considerations for successful prosthetic AV performance may be aided by the Draft Guidance for Industry and FDA Heart Valves -Investigational Device Exemption and Premarket Approval Applications document and ISO 5840: 2005 Cardiovascular Implants-Cardiac Valve Prostheses standards [201, 202] . In general, the valve must survive in a highly dynamic and corrosive environment for several years. Briefly, the FDA guidelines indicate the minimum durability requirement for flexible valves to be 200 million cycles, simulating approximately 5 years of use, with a back pressure of 125 mmHg. Valves must have a nonpathological pressure gradient during forward flow, so as not to 'over work' the LV and must also not allow pathological regurgitant flow to prevent ventricular volume loading and overfilling.
Generally, the FDA requires that the preclinical testing of a prosthetic heart valve includes: material property testing, biological safety, hydrodynamic performance, structural performance, device durability, component fatigue assessments and device-specific testing. Biocompatibility testing according to ISO-10993, Biological Evaluation of Medical Devices Part 1: Evaluation and Testing, for blood-contacting, long-term implanted devices must be conducted (as discussed above). Additional recommended tests include component fatigue testing (600 million cycles), corrosion testing for exposed metals, failure-mode analysis, magnetic resonance safety and shelf life. Preclinical animal trials are conducted, under FDA 21 CFR 58, employing Good Laboratory Practice. In vivo hemodynamics should be assessed along with complete blood counts and chemistries including serum calcium and phosphorus. Necropsy and histology should be performed on explanted valves.
As PHVs are fabricated from biomaterials that may activate elements of the coagulation cascade, leading to both contactand flow-induced platelet activation, it is essential to test the thrombogenicity of both the material and the hemodynamics resulting from the valve's structural and functional components. In prosthetic devices, this becomes a major design and optimization consideration. Flow-induced coagulation is initiated by elevated shear, turbulent stresses, and pathological flow patterns generated by diseased valves or implanted cardiovascular devices. While platelet activation is usually induced by biochemical agonists, platelets are highly sensitive to mechanical forces as well. Pathological flow disturbances and elevated shear stresses may induce platelet activation resulting in thrombus formation and embolization, leading to peripheral ischemia and stroke [73] . Biomaterial hemocompatibility depends on surface characteristics, including hydrophilicity (less adsorption), hydrophobicity (more adsorption), surface charge and surface free energy, all of which influence protein adsorption and denaturation during the initial response to material-blood contact. The activation of platelets on biomaterials is surface-initiated and primarily depends on the composition of the adsorbed protein layer [74] . Adapted with permission from [104] .
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Remarkably, there is no clear consensus on how to measure blood compatibility or what constitutes a hemocompatible material [75] . In the absence of clear guidelines for hemocompatibility testing, ISO 10993-4 (2002) may be used for guidance. Ultimately, methods must be developed that are more material specific and reflective of the operating environment of the device (e.g., testing static contact activation vis-à-vis under the same flow conditions, which materials should serve as positive and negative controls, and so on).
Hemostatic mechanisms designed to arrest bleeding from injured blood vessels mediated by tissue factor (extrinsic pathway) may also be activated in the presence of artificial or foreign materials. This process involves a complex series of interdependent events involving the material surface, platelets, coagulation proteins, thrombus formation and fibrinolysis. Platelets initially arrest bleeding by localizing to the agonist material or injury site, forming a plug. The physical bulk of clot formation is then propogated by catalyzing coagulation reactions that lead to the formation of fibrin, creating a meshwork that further entraps cellular elements [76] . This may be relevant during TAVR. Blood coagulation is a complex process involving a cascade of steps and feedback loops [77] . The two mechanisms for the initiation of coagulation most relevant to PHVs following implantation are contact-and flow-induced platelet activation. Contact-induced platelet activation occurs via the intrinsic coagulation system, initiated via factor XII adsorption to an artificial surface. Calcium is not required for this phase. Interestingly, a deficiency in factor XII leads to decreased thrombosis in the vasculature and increased activated partial thromboplastin time, without an associated increased risk for bleeding from injury, making factor XII an attractive target for the development of new anticoagulant drugs [78] [79] [80] . New studies indicate that factor XII-mediated contact activation is elicited by activated platelets contributing to clot formation, thus platelet activation triggers factor XII-mediated contact activation on the surface in the vicinity of activated platelets [81] .
The common pathway of coagulation is mediated by factor Xa and its interaction with activated platelets and factor Va (mostly secreted from the activated platelets). This process occurs on the surface of activated platelets and platelet aggregates, which express anionic phospholipids, and is mediated by Ca 2+ . Factor Xa generates the prothrombinase complex, which converts prothrombin into thrombin. The generated thrombin in turn feeds back to reactivate platelets and catalyzes the conversion of soluble fibrinogen (Fg) from plasma into insoluble fibrin, which enmeshes red blood cells and platelets to form the physical bulk of an effective thrombus (blood clot) necessary for hemostasis. Besides prior activation of platelets, the availability of coagulation factors and efficacy of the prothrombinase reactions in the common pathway is additionally goverened by flow-mediated transport processes. Our modified prothrombinase platelet activation state (PAS) assay is based on blocking the positive feedback activity of thrombin [82] . This facilitates establishment of a direct correspondence between the agonist (e.g., flow-induced stresses leading to platelet activation) and the procoagulant activity of the platelets (expressed in terms of thrombin generation rates in the assay).
Next-generation polymeric materials for PHVs
PHVs create an option for an optimized heart valve implant. Key functional targets of an optimized PHV include: allowance Review of hemodynamically consistent blood flow, retention of structural durability under cyclic load-bearing conditions in a fluid environment and maintenance of blood compatibility, obviating the need for life-long anticoagulation [83] . Polymer surface and structural properties both play critical roles as design parameters with key variables including: backbone chemical bond stability towards degradation, thermal properties such as glass transition temperature (T g ), melting temperature (T m ), heat of fusion (ΔH f ), distribution of T g , T m , percentage crystallinity and size of crystalline, and amorphous domains, and the percentage hard domain and size of the hard domain [83, 84] . State of linearity of the backbone and branching of the chains are also important structural variables; for example, cyclic chain extenders in PUs demonstrate high T g but low tensile strength [83] . In the case of PUs, backbone architecture of the soft segment is very important so as to prevent hydrolytic and oxidative degradation, and to reduce the potential for environmental stress cracking failure. Several new and improved polymeric materials are being investigated for use in PHVs. These material-include: the first biostable PU:polycarbonate urethane such as Bionate [85] , a nanocomposite polymer comprised of poly hedral oligomeric silsesquioxane nanoparticles and polycarbonate urethane [86] ; PU with a poly(dimethylsiloxane) soft segment known as ElastEon TM by AorTech Biomaterials [87] ; Pellethane ® 2363-80AE elastomer is a polytetramethylene glycol-based PU elastomer, by Lubrizol [42] ; the tri-block copolymer thermoplastic polyolefin poly(styrene-block-isobutylene-block-styrene [SIBS]), held by Boston Scientific [56] ; and the new polyolefin thermoset elastomer xSIBS by Innovia LLC [88] . Other polymers that can potentially be used in heart valve embodiments include fluoropolymers such as polyvinylidene difluoride and poly(vinylidene fluorideco-hexafluoropropene) [89] ; hyperbranched PUs demonstrating Review shape memory property [90] ; and a nano-organic clay-PU composite [91] . These polymers offer improved biostability over previous generations. SIBS in particular appears to be one such 'super-biostable' polymer, showing high resilience to in vivo degradation, as described in the following.
SIBS & PHV fabrication
We have had extensive experience with SIBS in PHV development. The thermoplastic elastomer SIBS, invented at the University of Akron (OH, USA) by Kennedy et al. [92] and licensed and improved by Corvita Corp. (now owned by Boston Scientific) was specifically developed to eliminate the in vivo degradation of PUs. SIBS has no reactive pendant groups, rendering it hydrolytically, oxidatively and enzymatically stable [56] .
In testing to date, no evidence of in vivo degradation has been observed. SIBS has been commercialized as a coating material for a drug-eluting stent by Boston Scientific (Taxus ® ), for local, contact-mediated, arterial wall delivery of paclitaxel following balloon angioplasty to prevent postdilatation restenosis [93] . Furthermore, it has been developed for PHV and ophthalmological uses by Innovia LLC (FL, USA) [94, 95] . As SIBS is an elastomer with low tensile strength and relatively high dynamic creep [96] , it has been strengthened with regard to its potential use in PHV leaflets through the incorporation of a polyester mesh (Dacron, CR Bard) [95] . The first composite SIBS-Dacron valve was fabricated via dip coating Dacron with dissolved SIBS. This resulted in incomplete encapsulation of the Dacron and promoted platelet activation as observed in our in vitro flow loop studies [97] . The next design iteration was improved via casting, so as to completely encapsulate the Dacron mesh to prevent blood contact. The composite leaflet material was affixed via braided polyester sutures into a high styrene content molded SIBS stent. Human platelet adhesion studies, performed using whole blood in a parallel plate flow system, have revealed low platelet adhesion, especially on phospholipid-modified SIBS sheets [98] . Animal model biocompatibility testing of SIBS-coated teflon sutures found no appreciable in vivo reactions [99] . The authors performed in vitro isolated human platelet activation testing of the improved cast leaflet design in comparison to a gold-standard THV in a small volume, pulsatile, flow loop using our modified prothrombinase PAS assay and flow cytometry via P-selectin [100] . Our results indicated that the platelet activation rate in the SIBS valve measured by PAS is fivefold lower than the THV. Additionally, in vitro hydrodynamics testing demonstrated a close approximation to the pressure gradient and regurgitation of the THV, with fatigue testing and FEA predicting a life span approximating 10 years [101] . With these positive test results, preclinical animal studies were conducted utilizing the sheep model. Animal studies unfortunately revealed cracking of the SIBS coating via dynamic creep, allowing reaction with the underlying Dacron to occur, resulting in thrombosis, calcification and tissue in-growth (Figure 3 ) [102] . In parallel, the authors developed and evaluated a novel self-expandable transcatheter valve designed for AV replacement, comprised of the SIBS-Dacron composite and Nitinol wire, with a complementary delivery system (Figure 4) . The authors also formulated a method for in vitro testing of these devices. Our data demonstrated good hydrodynamic performance and in situ fixation of the final prototype [103] . 
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Application of PHVs for TAVR
As TAVR is just emerging in the clinical domain, its current utilization is somewhat restricted. As limited data exist with regard to the long-term clinical durability of percutaneous valves, TAVR to date has been focused on the inoperable elderly patient. The PARTNER clinical trial data, with a mean age of 83 years and maximum follow-up time of 2.8 years, demonstrated that TAVR was better than conventional medical treatment for inoperable patients suffering from significant AS [104] , which resulted in the granting of FDA regulatory approval. Interestingly, recent evidence indicates that tissue-based transcatheter valves are damaged by the present crimping and delivery process, which may increase their rate of SVD [28] . Some have begun to investigate tissue-engineering strategies to mitigate tissue damage but results from these investigations remain far from clinical reality [105, 106] . Therefore, it is reasonable to assume that flexible polymeric valves better able to withstand the stresses involved in TAVR crimping and deployment, coupled with durability and effective hemo dynamic performance, may be a viable alternative to present tissue valves utilized in TAVR. Furthermore, we may be able to achieve lower profile TAVR valves and delivery catheter systems, which would allow peripheral artery access in a larger patient population, reducing the need for surgical cut-down for arterial access. Indeed, others are already developing PHVs for TAVR [107] . If clinical PHV viability and durability are demonstrated, it may be possible to introduce open-heart PHVs as well, with long-term durability and decreased thrombogenicity compared with THVs and MHVs, respectively.
In a transcatheter valve, the leaflets function like a collapsing cylinder, tethered at three equidistant points near the leaflet free edge. Several methods of attachment and stent design may therefore be utilized. A list of important design requirements and features for polymeric transcatheter valves and the desired outcomes of such designs are presented in Table 3 . Key design considerations include ease of implantation, crimped profile, radio-opacity, resistance to device migration or embolization, minimization of perivalvular leakage, and coronary ostia and mitral valve clearance, in addition to the other parameters listed above for open-heart valves.
Alternative uses for PHVs
After more than 50 years of research and development, the SynCardia Total Artificial Heart (TAH; SynCardia Systems, Inc., AZ, USA) has emerged as the only FDA-approved bridgeto-transplant heart-replacement device available on the market [108] . In the first days of development of the TAH, it was envisioned and designed with an intended use as a destination therapy device for heart failure patients in lieu of heart transplantation [109, 110] . Over time, for numerous technical and clinical reasons, it became clear that the initial goal was too ambitious. Following a clinical trial examining its use as a bridge-to-transplantation device, which took over a decade to complete, in 2004 the TAH received FDA approval. In April 2012, SynCardia announced that its TAH had also been granted designation by the FDA as a humanitarian use device for destination therapy. The utility of the TAH has expanded even further with its coupling to a new portable Freedom Driver system currently under an investigational device exemption, allowing discharge of patients from the hospital with full ambulation. With growing indications, the Syncardia's TAH has become accepted as a viable, life-saving clinical therapy in the treatment of advanced biventricular heart failure. The current TAH utilizes monoleaflet MHVs (Medtronic Hall), which in the near term are planned to be substituted with bileaflet MHVs. In the future, 
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PHVs may have utility in the TAH to further increase the thromboresistance of the device, reduce the need for anti coagulation and at the same time decrease the audible sounds of present MHVs. Others have also investigated the use of PHVs in pulsatile VADs, an additional potential use for PHVs [111] . PHVs are imminently scalable and could be utilized in pulsatile pediatric VADs that currently employ MHVs [112] .
The use of xSIBS in a novel PHV
In order to mitigate the failure of SIBS due to dynamic viscoelastic creep (change in strain over time under a dynamic stress below the yield stress), Innovia LLC (FL, USA) has formulated the proprietary insoluble and infusible thermoset known as xSIBS [88] . The authors are currently investigating xSIBS as a material for a novel PHV. In formulating xSIBS, a coupling reaction, catalyzed by benzo cyclobutene that causes polymer backbones to crosslink via a Diels-Alder reaction, is employed. Raw xSIBS is heated (240°C for 30 min) and compressed in the absence of oxygen to make thin films and prototypes for testing. Initial tensile testing has shown that xSIBS has a large elastic range and a high ultimate strength, making it a hyper elastic rubber-like material.
Optimization of PHV using device thrombogenicity emulation methodology
The authors are currently evaluating the material-platelet contact activation potential of xSIBS using the device thrombogenicity emulation (DTE) methodology developed in our laboratory employing a programmable cone-plate-couette viscometer device referred to as the hemodynamic shearing device (HSD) [113] .
We are also optimizing a valve design for flexibility, durability and thrombo genicity by altering key parameters of the geometry, such as variable leaflet thickness, leaflet curvature, leaflet coaptation surface area, profile and stent geometry. In this design phase, the authors have employed our DTE methodology of evaluation of the valve performance following an iterative optimization process ( Figure 5 ) [114, 115] . The goal of DTE is to minimize, and ideally eliminate, the need for anticoagulants in blood-contacting medical devices. The authors have extended this optimization methodology in trileaflet PHVs to include FEA for the structural stress minimization on the valve's leaflets, as described below. DTE combines numerical studies with experimental platelet activation measurements in order to identify and modify undesirable design features that contribute to flow-induced platelet activation and thrombosis. We employ computer-aided design (CAD), FEA, two-phase (particle and fluid) CFD and FSI simulations, coupled with platelet activation (Figures 5-8 ) measurements using the PAS assay with the large HSD, where stress loading waveforms extracted from geometry-specific 'hot spot' regions of interest (ROI) are emulated (Figure 5 ), as previously described [116, 117] . In order to characterize the global thrombogenicity of the device, the authors collapsed the calculated stress accumulation (SA) information from approximately 50,000 platelets into a kernel-smoothened probability density function (PDF) of the SA to obtain distribution curves that can be compared side-by-side, coined the 'thrombogenic footprint' of the specific device design iteration. The dominant mode of the thrombogenic footprint indicates in which SA range the majority of platelets passing through the device reside, allowing a side-by-side comparison of different designs (Figure 9 ). ROIs are identified within the flow field through the device by inspecting the velocity vector flow field at planar sections, the 3D platelet dispersion patterns and specific platelet trajectories. Regions of the device that create high-velocity jets and shear layers are of special interest, as they tend to generate the highest SA values (potential for platelet activation) and typically correlate with constricted flow regions. Platelets passing through these regions experience very high instantaneous shear stress, and the time that they spend in that region increases their stress accumulation. For trileaflet valves, the ROIs are typically the three commissures and the core, during distinct cardiac cycle phases of the forward flow through the open valve (peak systole) and regurgitant flow through the closed valve (mid-diastole). During the iterative design, optimization processimproved designs show a shift of the dominant mode toward lower SA values, with a lower number of platelets residing in the higher and riskier SA range. This process may be repeated iteratively to achieve full optimization prior to prototype fabrication and testing.
The HSD platelet studies serve as an experimental surrogate of the CFD and facilitate experimental comparison of various designs and/or devices before the optimized design prototype is fabricated and tested (Figure 10) . Briefly, platelet experiments are performed utilizing a large HSD, which is a high-torque (13.3 Nm), fast response (3 ms), programmable coneplate-couette viscometer that is capable of emulating highly dynamic platelet stress loading waveforms, reaching instantaneous shear stresses up to 900 dynes/cm 2 . In order to select representative 'hot spot' loading waveforms for HSD emulation, the SA along hundreds of platelet trajectories passing through an ROI, which is characterized by higher SA values, is computed and used to plot the PDF in the specific ROI. The most frequent SA in the subset is identified and a trajectory with the representative SA is then selected for emulation in the HSD.
FEA studies feed geometries into CFD and inform us about the structural stress concentrations developed in a particular design during different phases of its duty cycle.
Once the design is considered optimized (i.e., significant reduction in high stress concentration regions in the valve leaflets, significantly reduced thrombogenicity, and so on), the iterative optimization process is frozen and one may proceed to prototype fabrication. In the case of the xSIBS-based PHV, the authors are studying and have selected five-axis computer numerical control-machined compression molding in order to create the precise geometric features of the optimized design that cannot be achieved with the dip-coating or casting processes typically used for PHV fabrication. Compression molding also facilitates the thermal crosslinking process for xSIBS. Prototypes will then be put through the rigorous in vitro testing required by the FDA and ISO standards, including hydrodynamics, durability and bulk-flow platelet activation. The best proto types to emerge will then be studied in largeanimal, preclinical trials, examining functional efficacy as well as material durability, degradation and thrombogenicity to determine if optimization translates into enhanced performance in vivo. 
Review
Expert commentary
Since the initial description of prosthetic heart valves in 1951, a clinically successful, flexible tri-leaflet PHV has not yet been realized. This is largely due to both the success of mechanical and tissue valves, and the limitations of available polymers. The main hurdles underlying the potential clinical emergence of PHVs are in vivo durability and thrombotic complications. Those, combined with the high bar for regulatory approval, have to date curbed the advent of these promising valves. Advanced polymers that have become available more recently with improved durability and biostability over prior generations, combined with an effective optimization methodology, will likely finally help overcome the hurdles that have limited PHVs, allowing them to become clinically viable. Presently, it appears that the best pathway forward for PHVs will be via utilization in TAVR. TAVR has recently become FDA-approved for inoperable patients with severe AS.
As this patient population is typically elderly, with a mean age of 83 years, the long-term durability requirement for first-generation PHVs may be somewhat reduced. Indeed, no long-term clinical data for TAVR currently exist. The authors may also be able to achieve lower profiles with PHVs in TAVR, which will allow utilization of smaller French size catheters, reducing the potential for peripheral arterial complications, a significant issue with present large-caliber systems. If durability is proven with PHVs in TAVR patients, this may eventually lead to follow-on approval for openheart surgical implantation designs, providing an alternative to present tissue and mechanical valves, offering the potential for reduced thrombotic and bleeding risk, and reducing the need for chronic anticoagulation, and reduced reoperation risk due to SVD. The DTE methodology, combining state-of-the-art numerical simulations with experimental validation, allows us to optimize the functionality, durability and thromboresistance of PHVs prior to prototype fabrication and testing. This enhanced methodology will shorten the time and reduce the costs of device development.
Newer polymer formulations currently being tested offer great promise over prior polymeric materials that have been explored. The novel thermoset xSIBS holds great promise for use in the PHV-TAVR application, in that it combines hyperelasticity with low platelet activation. Furthermore, it affords the fabrication of a homogenous valve, a significant improvement over the prior SIBSDacron composite design. Utilizing this new material, combined with the described optimization methodology offers the greatest state-of-the art chance for finally bringing a safe, effective, durable and nonthrombogenic PHV into clinical reality.
Five-year view
The limitations of mechanical and tissue valves have been thoroughly researched over several decades and the need for an alternative device is clear, especially given the advent of the TAVR procedure. Several groups are working on newer, more biostable state-of-the-art polymers for application in PHVs. We are now closer than ever to realizing the development of a successful trileaflet PHV. Over the next 5 years we expect to see a novel design emerge into clinical testing. If these newer materials and designs with their intrinsic bio-and hemo-compatibility advantages prove safe and efficacious, then this will truly emerge as a disruptive technology in the field of prosthetic heart valves. We envision that several PHV designs may then move forward toward gaining regulatory approval. Solutions will also be sought and developed for valve-associated problems relevant to transcatheter valve implantation; that is, perivalular leakage, device placement and diseased valve resection. No writing assistance was utilized in the production of this manuscript.
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Key issues
• In vivo durability and hemocompatibility (nonthrombogenicity) remain the most significant hurdles for trileaflet polymeric heart valves (PHVs) emerging into clinical reality.
• Optimizing PHV geometry during the design phase is essential as it affects durability, hemodynamics and thrombogenicity.
Optimization can achieve the reduction of stresses that the leaflets endure during opening and closing during the cardiac cycle, while increasing their flexibility to achieve a larger valve orifice.
• While computational efforts for the demanding numerical simulations in flexible trileaflet PHVs are challenging, they are essential for realization of successful future designs.
• Strategies that combine numerical and experimental approaches such as the device thrombogenicity emulation are efficacious and offer the best chance for achieving such optimization.
• In present transcatheter aortic valve replacement, xenograft tissue (e.g., leaflet) damage is of concern, in that it may affect long-term valve durability and functionality, making an effective PHV an attractive alternative for this application.
• PHVs may also find utility and offer functional advantages in other cardiovascular devices such as pulsatile ventricular assist devices and the total artificial heart, compared with present day mechanical heart valves.
• Regulatory approval for a PHV will remain challenging; however, utilization in a transcatheter aortic valve replacement application may be the least burdensome pathway forward.
• First transcatheter aortic valve replacement (TAVR) description. 
